MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
ALCO-SENSOR IV WITH PRINTER MAINTENANCE R(RECEIVED

Complete this report in duplicate at the tims of the regular monthly preventative LBy Carol Day at 8:23 am, Oct 05, 20 15
Send copy to Department of Health and Senlor Services; ratain original In departihoremros

ALCO SENSOR IV SN PRINTER SN DATE OF INSPECTION
026999 13.1891.096 10-04-2015

LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
501 FARAON ST SAINT JOSEPH, MISSOURI 64501 2136
CHECKLIST: Place a mark in the box by each item it found to be salisfactory or if operating within established limits. (Write In observed val-

ves where dolermined.) Unmarked itoms must be corrected before using instrument.

DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

TEMPERATURE OF ALCO SENSOR (1 O-C - 40-C)

PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

[] smurator soLution B COMPRESSED ETHANOL-GAS MIXTURE
STANDARD SUPPLIER INTOXIMETERS LOT #___AG428002  exppate _ 10-07-2016

Ej SIMULATOR TEMPERATURE (34'C£0.2'C) _________ SIMULATOR SN ———. SIMULATOR EXP DATE

CALIBRATION CHECK - {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three tests must be within £5% of the standard value and musl have a spread of .005 or
legs. Check the box comresponding 1o the standard solution being used. (PRINTOUT ATTACHED)
> 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD ~ MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0,042% INCLUSIVE

TEST 1w 101 TEST 2 w- 100 TEST 3w 100

RFI DETECTOR OPERATING

INDIGATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANGCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 (0-.04) 0 (.05-.08) 0 {10-.14} 0 {£.15-.19) 0 {(OVER.19) 0
LIst any new parts and describe any alteration or modification that was made to restore the Instrument to aperate salisfactorily and within
astabiished limits (use other side if necessary).

: GNATU / / \ BRI NARE
M IS BRAD KERNS
TYPE 41 PERMIT NUIBEREXPIRATION OATE . TELEFHONE NUMBER
250129 EXP, 06-08-2017 (816) 271-5359

Return completed report to the: Breath Alcohol Program, MO Department of Health and Senlor Services, Southeast Distyist Office
2875 James Boulavard i
Poplar Bluff, M 63901

AN ECUAL OF PORTUNITYIAFFIAMATIVE ACTION EMPLOYER
saryias proviied on a nond'ecrmineiony bazs

MO B30.1281 (8.1 ) LAB-114




Alrgas USALLG (LAB)
3500 Bemard Strest

st, Louls, Mo, 63103
ph: {314) 533-3100
Fax: (314} §33-7328

Certificate of Analysis

Customer Name
Intoximeters, ne.
2081 Cralg Road
st Louls, Mo 83146

Lot # AG428002

Exp. Date GCyl. Type Compenent
7-0ct2016 108 Ethanel
Nitrogen

Certiflcation Traceable fo N.LS.T. RGM Ethanol Standards:

Serial No. Concentration
EB0010581 391.8 ppm
EBOD{05T0 259,8 ppm
EB0010285 209.0 ppm
EB0010861 403,7 ppm
EBG010681 52,22 ppm
nalvilcal Method: NDIR
2
§
¥
¢
-]
Dlgltaliy signed by Qualil Gonhv1
7.15:400-05;00
Reawn Drygas s ndard ead?ﬁcsﬂon of analysls
Locatian: Afmas USALLG Ana[yst:

Serial No.

EB0010603
EB001055%
EB0D10695
ER0010562

EB0010579

Test Date: 8-Oct-2014

Cortified Concentration
0.100 + 2% BrAC (272 ppm)
Balance

Goncentration

392.6 ppm
"258.9 ppm
208.2 ppm
104.9 ppm
52,94 ppm

Ml Hlowsote

[

Rod Marsala

1SO 17025:2005 A2LA accradited. Cortiflcate Number 2089.01

Pago 1of1
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STATE OF MISSOURY
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

TYPE I
BRAD KERNS

is he'reby authorized to instruct and supervise operators, Irain instructors, inspect, calibrate, perform field service and repairs,
and operate the foliowing breath analyzer(s):

DATAMASTER, INTOX EC/IR II, ALCO-SENSOR IV W/PRINTER

{or the dstermination of the alcoholic content of blood from a sample of expired air. Parmit issusd under the provisions of sections
577.020 through 577.041, RSMo and 308.111 through 306.11% RSMa.

DATE 6/8/2818 ) .

T DMECTOR OF STATE PUILIC HEALTH LABORATORY

Lol \J&OLMQT

DIRECTOR OF DEPARTIMENT OF HEALTH AND SENMIOR SERVICES
LAS 4 (6-10}

NUMBER 238125
EXPIRES §/8/2017

MG £83-0771 (6-10)

i

STATE OF MISSQURI
DEPARTMENT OF HEALTH AND SENIOR GERVICES
BREATH ALCOHOL PROGRAM

" INSTRUMENT OPERATOR CARD

The named cardizolder is authorized lo aperate an avidential breath alcohot
insfrument for the determinalion of the afcohelc content in braath Form of expired air]

B

Operator KERNS, BRAD
Permit No 250129
Date lasued 6/8/2016  Date Explres 6/8/2017




